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Portland Cement Testing

be seen that the standard fixed by the British Engineering
Standard Committee is 100 Ibs. in twelve seconds.

Fig. 78 shows a very compact and handy machine in-
vented by the late Henry Faija. It consists of a simple
ten-to-one lever, on one end of which is attached a spring
balance, and on the other end the clips holding the briquette
to be tested; on exerting a pull on the spring balance, by
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FIG. 78.
means of a worm and quadrant, the strain is transmitted to
the briquette, multiplied by the leverage of the lever. The
knife edges at the balance end of the lever are lengthened,
so that when the briquette breaks, the recoil of the fracture
is received by two suitably1 arranged bufifer springs. The
knife edges, and all working parts, are of specially prepared
phosphor-bronze, and the gearing is so arranged that the
strain may not be put on the briquette at too great a
speed.